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Sumi'.ia.ry 

Tl-e design and construction of an altitude chainbcr, in 
which both pressure ^.nd tempera ttire crn.be varied independert- 
ly, was co.rried out by the Katiorial Advisory Corni-oittee for 
Aeronautics at the Lanpley Memorial Aeronautical Laboratory 
at Langley Field, Virf^inia, for the purpose of studying the 
effects of teraiDerature and pressure on aeronautical research 
instrmients. Temperatures from +20°C to -50°G arc obtained 
by the exprnsion of CO^ from standard contf^-iners . The chr.Vuiccr 
can be used for the calibration of research instruments under 
altitude conditions simulating those '-ip to 45, QUO feet. Re- 
sults obtained with this c'nambar have a direct application in 
the design and co.libration of inctrur.cnts used in free flirrht 
research. 

Introduction 

The difficulty in th.c design of instruments used in aero- 
nautical flight research docs not lie so much in the probler/i 
of desi£7iing proper mechanisms to indicate or record a scries 
of variables as in the lach of laiowlcdge of the characteristics 
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of tlio instruments v/hile undergoing la,rge temperature changes 
v'hich in some one particular tcr^t in the same flight may bo 
as large as 60^0. Aeronautic instruments are in general sub- 
ject to large temperature changes and for research problems 
exhibit errors of considerable magnitude o,s a result. The 
Aeronautic Instruments Section of the Bureau of Standards has 
done much valuable vv^ork on the study of temperature effects on 
standard airplane flight indicating instru/ments and on record- 
ing instrum.ents and has found tha.t for very accurate determi- 
nation of altitude it is necessary that the instruments be 
calibrated under conditions duplicating the test. 

Low tenrperature and low density both are conditions met 
with in the higher altitudes so it is absolutely necessary to 
know the toniperature corrections of such instruments. It is 
being dem.anded more and more that instrument desigTiers supply 
the needs for good aeronautical research instrum.ents, thus it 
is quite obvious that in the developm.ent of new instruments 
the final working conditions under which they are to function 
m.ust be siirrulated in the laboratory. 

There are a number of methods available for obtaining lev; 
teiTtperatures, all of which have their advantages and disadvant- 
ages. The requirements of a ceding medium which were duly 
considered in the selection of a "oroper refrigerating agent 
are as follows^ 
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!• Proper temperature rang:e. 
'3 . Availacility . 

3. Lov/ cost of refrigerant arid of 

requisite equipment. 

4. Safety and ease of handling. 

After careful investir:;at ion in the lif^ht of the above 
properties, carbonie acid p-as ( CO^ ) was selected as the refrig- 
erant. GO^ has the proper temperature rr.nge, its freezing 
poi7it being -57^C. It is a commercial product and as it is 
manufactured in large qua/ntities is not expensive- On account 
of the smr.ll amount of 00^ required ( ar>proximat ely 8 lb. per 
test) the expanded gc?.s is allowed to escape to the atmosphere 
and the use of expensive comipressor equipment vrith its conse- 
quent requirement of a skilfull operator is avoided. 

General Description of the Altitude Cham.ber 

The size of the altitude chamber as designed and construct- 
ed at the Langley Memorial Aeronautical Labor:.bCry is such that 
it will accommodate the instruments m.ost frequently used by 
the National Advisory Cor.mittoe for Aeronautics in flight re- 
search* These are the single component recording accelerome- 
ter, the recording airspeed meter and statiscope, the record- 
ing altimeter, the control position recorder, etc. 

The chamber is composed of an upper and lower section 
(Figs- 1 ond 2). The leg supports are fastened to and are a 
part of the upper section; the lower section being movable in 
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the verticr.l direction and count erbr lanced by a suitable weight 
in the rear. 

The upper section (Figs. 1, 3, and 4) f^upports and thermal- 
ly insulates a circular cast iron plate p, which supports the 
instruraent rest e, the air circulating blo?/er n, the cool- 
ing coils m, the high pressure expansion valve g, the heat 
intexch^ger c, and the autornatic relief valve b. All air 
and electrical connections pass through plate p, which forms 
the top side of the air-tight ch2.mber. This cast iron plate 
v/as ribbed to prevent distortion, and has a thick annular ring 
finished to accorriinodat c a standard 12- inch diameter glass 
bell jor. 

The GU"oport for the instrument under test is triangular 
in form, constructed of l/l6 inch cold-rolled steel, and is 
held in vlacc by three upright supports passing between tae 
turns of the copper cooling coils and fastened to the iron 
plate with machine screws. 

The blower that circulates the air around ohe cooling 
coils and the instrument ic 4^ inches in diameter by 3 inches 
long. The driving shaft r, of the rotor, pas-ces up through 
the top of the cabinet, at which point it is connected to a 
1/50 HP. Universal motor. It is suitably packed to prevent 
undue leakage of air from the outside during low chamber pres- 
sures . 

The cooling coil consists of 30 turns of 3/S inch CD. 
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copper tubing liaving c length of 62 feet and furnisning o 
square foot of radiating surface 

The c>q)ansion valve extends throuph tV.c iron olatc arid, 
is connected to the copocr coil Isy means oi a fit ting ^/^hicli 
also serves as a case for a resistance type thern.onicter cle- 
ment for the ineasurevnent of t ernpcratures at the expansion 
valve. 

On its way from the CO2 tank -:o the expansion valve the 
high pre.'surc line k passes through the heat int crchangcr . 
This latter is connected to the inner cooper coil oy means 
of a relief valve rind a resistance t^^^e thermometer fitting; 
the icrKcr governs the pressure in the coils and the latter 
measures the temperature as the gas leaves the coils. 

The heat interchangor consists of a 1-inch copper tube 
5^- feet long, extending to the outside of the chamber end sur- 
rounding the high pressure line on which are soldered wash- 
ers 3/4 inch in diameter. Those washers are spaced 1/2 inch 
apart and act as hert transfer fins. 

An instrum.ent panel is mounted on the top of the upper 
section in order that the operator may know the conditions 
exist in-: within the chamber and coils at all times. There 
are on this board three galvanometers used in resistance 
type thermometer circuits and graduated in degrees centigrade, 
one voltmeter and two r)rcssurc gauges. 

Three tem.peratures are miCasured : the t of the COg gas at 
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the expansicn vclve :^nd at the back pressure relief vclve, and 
that of the air in the chamber. The vclt-eter ie used to check 
the voltar;e across the A.vheat stone bridr;e circuits of the re- 
sistance tirpe thenTiOmetcr , the voltage being r-iaintained by 
mo-'.ns of a suitable rheostat place in series v/ith the battery. 
The calibration curves of the galvanometers for use as inci- 
cating thermometers are shown in Fig. 5. 

The pressure gauges indicate the pressure in the copper 
coils; tvro gauges a,re used more o.s a precautionary measure 
than to indicate the drop of prcGsurc that may oc^ur. It is 
very necessary to know xhat the copper coil is clear at all 
times and not blocked or clogged with forei.gn matter that may 
be in the CO^ , so one gauge is placed at the expansion valve 
and the other at the ba-ck pressure relief valve- 

The high pressure gauge shown in Fig. 2 is in the high 
pressure COp line just before it enters the cabinet and de- 
notes the condition of the CO^ in the tank or container in- 
dicating when the supply is nearly exhausted. 

The lower section of the cabinet (Fig. 6) houses the in- 
verted glass bell jar; the open edge of the bell jar being 
ground to a plane surface. When this section is raised (Fig. 
l), the jar comes in contact with the lower edge of the iron 
plate end forms an air-tight joint. This see.ls the ch^amber. 
A suitable observation window d is placed in one side of the 
cabinet to enable the operator to observe any visible ch£.inG:e 
or read any instrument that may be placed within. 
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The nlacs feci! iar lagged -vith corkboard insulation 4 
inches thiek at its thinnest section- At those low tempera- 
tures ccrkboard ^^as found riost sa^tisf aotory as it cost no r:orc 
than a good quality of lumber, vvorks easily, is efficient and 
does not absorb moisture. The curve of loss of tcnTpcratur e 
through eork insulation with time is given in Fig. 7. 

Adjacent to the altitude chxamber (Fig;. 3), the 00^ tank 
is f^apported in a v/oodon rack. The valve end of the tank is 
down, in order to force liquid to the chamber expansion valve- 
This rack is so arranged v;ith lever mechanisms that it can be 
raised from the floor and supported on a platform scale. The 
amount of CO^ used in any test can then be conveniently and 
quickly measured. 

On the opposite side of the tank r.?ck is a small low tem- 
perature calibrating outfit without means for ijressure varia- 
tion. This is used for calibrating sm^,!! instruments such as 
glass tube thermometers and electrical resistance thermor.eter 
elemiCnts. It is convenient for cooling any object that m^.y be 
immersed in alcohol or gasoline and has no greater dimensions 
than gg- inches diameter and 6 inches long. This apparatus 
consists of a copper coil immersed in an alcohol or gasoline 
bath. The container is made double- walled "•'ith a dead air 
space v/hioh can bo evacuated in order to make the insulation 
very effeetive. A stirrer driven by a small 1/200 KP. motor 
circulates the bath liquid around the coils and object under- 




going co.lioT? tion. Tcni'^err^tiJircG sli /r.tly lowor th^Ai thos3 
rcaGlicCt in the altitude chpx:'bcr can be obtained with this low- 
t cirporaturo equ ipnicnt . 

Operation 

In the operation of either the altitude char.bcr or the 
low t enrioerature bath, no great nkill ie required. Any one fa- 
miliar with laboratory equipment can after a fev; trials n:ahe 
very satisfactory tests. One person can conveniently operate 
the Ciiarnber and take readings for the usual run cf calibra,- 
tions if the rate of drop desired i::. not more thoii tv;o decrees 
Centigrade per ninuto. If more than one instrument is "'o 
calibrated end the rate oi drop required is greater, two per- 
sons are necessary* 

The nycle of opercttion is as follows: The 00^ liq;iid in 
the high pressure line to the expansion valve is at a^pproxi- 
mately 900 Ib./sq.in. at room terrrperature, the pressure being 
a function of tank temperature. It ? g reduced to 75 Ib./sq.in. 
in the copper cooling- coil, the pressure being held constant 
by the back pressure relief valve- The liquid in passing 
through the expansion valve evaporates, the heat of vaporiza- 
tion being dravm from the copper coils, thereby cooling them. 
The temperature of the gas corresponding to a back -nressure 
of 75 Ib./sq.in., is -56.4^0. The ten'perature at the expan- 
sion valve under these conditions drops very nearly to -55.4^0. 
The tomocrature of the saturated gas corresponding to atr.os- 
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pheric pressure is nco^rly -85^ bnt if the CO^ is allowed to re- 
duce from the high pressure to atmospheric pressure in the 
coils^ the corresponding low temperature freezes the following 
liquid as it passes through the expansion valve and the result- 
ing snow clogs the valve and stops operation until the valve 
thaws out. For this reason it is necessary to prevent the back 
pressure dropping below that corresponding to the temperature 
of the freezing point of the CO^ . 

After the gas passes the relief valve, it enters the inter- 
changer and any cooling effect still left in the gas as it 
passes to the atmosphere is absorbed by the fins on the high 
pressure line and imparted to the incoming high pressure 
liquid. Any pre-cooling of the liquid before expansion causes 
that much more cooling effect to be applied to the copper 
coils v;ithin the bell jar. 

In the actual operation of the chamber, after the instru- 
ment under test is placed on the instrument support and oSt 
and electrical connections are made and the bell jar is brought 
in place^ the regulation of the high pressure expansion valve 
is all that is required from the operator to control the tem- 
perature throughout the test. The temperature gradient is 
entirely a function of the amount the valve is opened- Ex- 
cessive opening of the valve should not be attempted unless 
the efficiency of the chamber may be sacrificed, because the 
gas will pass through the circuit without having had time to 
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absorb heat from the coils. 

In G<:.GQ temperatures lOY/er than approxim.at ely -56^0 are 
desired, a. by-pass valve in the copper coil circuit ma^y be 
operated and the CO^ allov/ed tc expand to atmospheric -or-ssure. 
This can be done only for very short intervals of tine because 
the expansion valve and coils will become clo,cr;ed v/ith CO^ 
snow and automc-t ically prevent the oassar:e of more CC2 • 

Any desired low pressure conditions in the bell jar ca^n 
be obtained by the use of a vacuum pump attached to one of the 
air connections on the chamber. A ix-nometer attached to one 
of the pressure connections of the chamber denotes the amount 
of pressure inside. 

After the desired temperature has been reached a.nd held 
for the required time the CO^ miay be turned off and the cham- 
ber allowed to warm up by the absorption of heat tlirough the 
insulation. If by this procedure the rate of rise of temper- 
ature is insufficient, an electrical heating coil ma.y be in- 
serted and used to increase the gradient. 

Precision 

The precision of the resistance type thermometers forming 
part of the chamber is rtl.O^C and the manometers usually used 
to measure the chamber pressures arc reliable to 0.1 m/m of 
mercury- Using these instruments the operator can usually con- 
trol the temperatures and pressures v/ithin the above limits. 
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Instrument ?7:o'ble-nG for the Altitude Cliamber 

The p.erono.utical instrument designer is interested in the 
follov/ing i.actors of instrument operation: 

1 . Instrument oalibration as affected "by change in 

and 

t emp er a t ur e/ pressure. 

2. The effect of temperature on driving mechanisms 

( olock^:vork or electric). 

3. Tcnroorature effect on lubrication. 

4. Low ternperatLire effect on photographic f ilmx 

and other charts. 
5* Effect of teirrperature on dan-ping mediums. 

6. Effect of temperature on pressure diaphragms; 

mictallic and nonmetallic 

7. Efficiency of heat insulation materials. 

8. Tem-oeraturc effect on electric voltage cells. 

9. Freezing point of inks and effect of ink flow on 

various types of charts. 
There are other uses for vmich the apparatus may prove 
invaluable, such as the study of f rusting of goggles, freez- 
ing points of airplane engine cooling mediums, etc 

Conclusions 

Calibrations and research on instruments under actual con 
ditions are absolutely necessary if any dependence is to be 
eut on instruments enTploycd under conditions of varying temper 
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ature and pressure. Tl.roU'^x'a the i^ce of tlic altitude cha.rnocr 
actud altitude conditions -re oMained axid instrument irren:i- 
larities detected ond eliminated, thus obvia.ting the necessity 
for expensive flight research work for this purpose* 

The altitude clianiber described in this report inay be very 
useful in educational institutions and laboratories '."here: 
lov; temperatures p.re desired, only a small volume of cooling 
space is required, lov: cost is a factor, and safety of opera- 
tion by unskilled operators must be considered. As the com- 
plete eo;aipment is quite portable, it might even be of value 
for the calibration in the field of instrum.ents used for high 
altitude flights. 

While there is perhaps little room for changes in the 
general arrangement of the component parts of the present cham- 
ber, improvem.ent s in efficiency can be effected by the selec- 
tion of i:r.tcrials of lower heat capacity and conductivity for 
the instrument support, iron plate r.nd blower. In order to 
further simplify the construction and operation of the chc^mber 
the thermometer at the expansion valve and one of the back 
pressure gauges may be eliminated. These elem.ents were in- 
cluded in the present chamber uainly for design purposes. 

This chamber accommodates all the small N.A.O.A. standard 
flight research instruments but should it seem desirable at 
any future date to study temipcraturc effect upon larger in- 
struments or apparatus, c chamibcr affording several times the 

/ 
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existing available space may be construct ed v/ithout excessive 
depreciation of operation economy. 
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Fig. 4 Diagramat ic drawing of altitude chamber. 
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